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Introduction
Single Photon Emission Computed Tomography (SPECT) provides noninvasive images of the distribution of radiotracer molecules. Dynamic SPECT provides information about tracer uptake and washout from a series of time-sequence images. Dynamic SPECT acquisition methods measuring time activity curves on the order of minutes have been developed (Gullberg et al 2010 , Gullberg 2004 . However, the dynamic uptake and washout of some tracers occurs over a period of just several seconds, requiring better temporal sampling. Stationary ring-like multi-camera systems are being developed to provide rapid dynamic acquisitions with high temporal sampling (Beekman et al 2005 , Furenlid et al 2004 , Beekman and Vastenhouw 2004 . Reducing the number of cameras reduces the cost of such systems but also reduces the number of views acquired, limiting the angular sampling of the system. Novel few-view image reconstruction methods may be beneficial and are being investigated for the application of dynamic SPECT (Ma et al 2013) .
The feasibility of reconstructing from angularly undersampled, or few-view data, has recently been explored for CT (Sidky and Pan 2008 , Chen et al 2008 , Duan et al 2009 , Ritschl et al 2011 , Sidky et al 2006 . These investigations are based on exploitation of gradientmagnitude sparsity, an idea promoted and theoretically investigated in the field of Compressed Sensing (CS). Few-view, sparsity-exploiting CT reconstruction algorithms promote gradient-magnitude sparsity by minimizing image total variation (TV). Success of these algorithms in allowing sampling reduction follows from an object model which is approximately piecewise constant, a model that may not apply well for SPECT objects. A previous study indicated potential noise and artifact issues when implementing TV minimization for few-view SPECT reconstruction (Hsieh 2010) . The SPECT object function quantifies the physiological uptake of a radiolabelled tracer in the body. In some applications, the transition between different uptake regions in the SPECT object is expected to be smoother than the transition between X-ray attenuation coefficients in the CT object. One study proposed exploiting sparsity in the curvelet domain for SPECT imaging (Mukherjee 2013) . The goal of this work is to modify the idea of exploiting gradient-magnitude sparsity to allow for smoother transitions between regions of approximately constant values of tracer concentration.
This paper proposes an iterative algorithm for few-view SPECT reconstruction that allows for smoothed step-like variation within the object by phenomenologically modeling the SPECT object as a blurred version of a piecewise constant object. Using this model, a first-order primal-dual technique is implemented as an iterative procedure (Chambolle and Pock 2011, Sidky et al 2012) . The purpose of this study was to characterize the performance of the algorithm under varying sampling and noise conditions, including cases where the object does not match the phenomenological model. Images reconstructed by Maximum-Likelihood Expectation Maximization (MLEM) serve as a reference. This study focuses on small-animal pinhole SPECT, where stationary systems with a limited number of cameras have been proposed for dynamic imaging (Beekman et al 2005 , Furenlid et al 2004 , Beekman and Vastenhouw 2004 . The article is organized as follows: Section 2 provides the image reconstruction theory and algorithm. Section 3 demonstates the algorithm with data generated using the system matrix. Sections 4 and
The algorithm
The iterative image reconstruction algorithm (IIR) is designed by defining an optimization problem which implicitly specifies the object function based on a realistic data model and a model for object sparsity. In this preliminary investigation, the specified optimization problem is solved in order to characterize its solution and the solution's appropriateness for few-view/dynamic SPECT imaging. Future work will consider algorithm efficiency by designing IIR for approximate solution of the proposed optimization problem.
The SPECT optimization problem
The proposed SPECT optimization problem is formulated as an unconstrained minimization of an objective function which is the sum of a data fidelity term and an image regularity penalty. The design of both terms expresses the proper SPECT noise model and a modified version of gradient-magnitude object sparsity. We first describe how standard gradient-magnitude sparsity is incorporated into a SPECT optimization problem, and then we present our modified optimization which accounts for the smoother variations expected in a SPECT object function.
Unconstrained minimization for gradientmagnitude sparsity exploiting SPECT IIR
In expressing the SPECT data fidelity term, the data are modeled as a Poisson process the mean of which is described by the following linear system of equations:
where H is the system matrix that describes the probability that a photon emitted from a certain location in the object vector, f, Physics in Medicine and Biology, Vol. 58, No. 16 (August 2013) : pg. 5629-5652. DOI. This article is © Institute of Physics and permission has been granted for this version to appear in e-Publications@Marquette. Institute of Physics does not grant permission for this article to be further copied/distributed or hosted elsewhere without the express permission from Institute of Physics.
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contributes to the measured data vector, g, at a certain location. Iterative tomographic image reconstruction techniques such as MLEM and Ordered Subset Expectation Maximization (OSEM) maximize the log-likelihood of this Poisson random variable (Shepp and Vardi 1982 , Hudson and Larkin 1994 , Vandenberghe et al 2001 . This is equivalent to minimizing the Kullback-Leibler (KL) data divergence (DKL) (Barrett and Myers 2004) . For the present application of few-view SPECT, the data are acquired over too few views to provide a unique maximum likelihood image. In the limit of infinite photon counts and assuming that the mean model in (1) perfectly describes the imaging system, the underlying object function still cannot be determined because (1) is underdetermined.
In order to arrive at a reasonable solution, additional information or assumptions on the object function are needed. Recently, exploitation of gradient-magnitude sparsity has received much attention and has been implemented in IIR for few-view CT (Chen et al 2008 , Sidky et al 2009 . This idea is an example of a general strategy under much recent investigation in CS, where sampling conditions are based on some form of identified sparsity in the image. In our application the strategy calls for narrowing the solution space to only images that exactly solve our linear model in (1). Among those images, the solution with the lowest TV is sought. In practice, this solution can be obtained approximately by combining a data fidelity term with a TV penalty, where the combination coefficient in front of the TV penalty is vanishingly small. The TV-DKL sum yields the following minimization:
where D is a discrete gradient operator and γ is a weighting parameter. The first addend of the objective function is the KL divergence between the measured data, g, and the forward projection of the object estimate, Hf. The term Df is a vector valued image with the spatial image gradient vector at each element. The gradient magnitude image of Df is represented by |Df|, which consists of the magnitude of the gradient vectors at each element. The l1-norm corresponds to summing all of the elements of the gradient magnitude and permission has been granted for this version to appear in e-Publications@Marquette. Institute of Physics does not grant permission for this article to be further copied/distributed or hosted elsewhere without the express permission from Institute of Physics.
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image. So, the second addend represents the TV of f, weighted by γ. For sparsity-exploiting IIR, γ is chosen so that the data fidelity term far outweighs the TV-term. The role of the TV term is simply to break the degeneracy in the objective function among all solutions of (1).
The success of TV minimization for few-view CT IIR relies on the assumption that the X-ray attenuation coefficient map is approximately piecewise constant. Directly promoting sparsity of the gradient-magnitude image may not be as beneficial for SPECT, as in some cases tracer uptake may vary smoothly within objects, and borders of objects may show a smoothed step-like dependence. For example, some regions of the heart are supplied by a single coronary artery while other regions are supplied by multiple coronary arteries (Donato et al 2012 , Pereztol-Valdés et al 2005 . Thus, cardiac perfusion studies may be one application for which the blurred piecewise constant model is appropriate. As another example, tumor vascularization is heterogeneous, with vascularization often varying from the tumor center to the periphery (Jain 1988) . Therefore, our goal here is to find a sparsity-exploiting formulation which allows some degree of smoothness between regions with different uptake.
Unconstrained minimization for sparsity exploiting IIR using a blurred piecewise constant object model
In this work the TV minimization detailed in (2) is modified to allow for rapid but smooth variation by phenomenologically modeling objects as piecewise constant subject to a shift-invariant blurring operation.
The additional blurring operation can be incorporated into the framework developed above by minimizing the weighted sum of the TV of an intermediate piecewise constant object estimate and DKL between the measured data and the projection data of the blurred object estimate. The modified TV-minimization objective is: Medicine and Biology, Vol. 58, No. 16 (August 2013) : pg. 5629-5652. DOI. This article is © Institute of Physics and permission has been granted for this version to appear in e-Publications@Marquette. Institute of Physics does not grant permission for this article to be further copied/distributed or hosted elsewhere without the express permission from Institute of Physics.
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where u is the object estimate and f is an intermediate image with sparse gradient-magnitude. Eq. 3 is similar to Eq. 2 except that the DKL term is calculated using u, which is a blurred version of the image f used in TV minimization. These object representations are related by u = MGMf, where M is a support preserving image mask and G is a Gaussian blurring operation with standard deviation r. The operators M and G are symmetric so M T = M and G T =G The operator G extends data outside the physical support of the system assumed by H so the image mask M must be applied before and after G. This optimization problem has two design parameters, γ, which is the weighting of the TV term, and r, which is the standard deviation of the Gaussian blurring kernel. The blurring parameter, r, represents smoothness in the underlying object, as opposed to blurring introduced by the imaging system. When r = 0, this formulation defaults to TV minimization problem in (2). If γ = 0, the formulation described by (3) minimizes DKL, which is implicitly minimized in MLEM. The final image estimate is u, the result of blurring and masking the intermediate piecewise constant object, f. Minimizing (3) jointly enforces sparsity (by requiring a low TV of f) and encourages data match (by requiring a low DKL).
Optimization algorithm
Only recently have algorithms been developed that can be applied to large-scale, non-smooth convex optimization problems such as that posed by (3). Sidky et al (2012) adapts the Chambolle-Pock (CP) algorithm to solve the TV-DKL sum described by (2) (Chambolle and Pock 2011) . Applying the model as described above, this prototype can be modified to solve the optimization posed by (3). Pseudo-code describing this algorithm is written below.
This algorithm is a modification of Algorithm 5 described in previous work by Sidky et al (2012) . The convergence criterion described in that work was used here.
Simulation studies were conducted to characterize the performance of the proposed reconstruction technique over a range of angular sampling conditions, including cases in which the object does not match the phenomenological blurred piecewise constant model. The first simulation study used noiseless data generated from the
Inverse crime simulation study
This study was designed to validate that the reconstruction technique approximates the true object when both the object model and system model are known exactly. The simulated object was generated from the object model (u = MGMf, for a specified f) and data were generated using the system forward model (g = Hu), where H, G, and M are the matrices used by the reconstruction algorithm. Cases such as this, in which the data were produced directly from the model are referred to as the "inverse crime" (Kaipio and Somersalo 2005) . This is investigated in the many-view (128 views) and few-view (9 views) cases. We also examined the effects of different blurring models on the gradient-magnitude sparsity of the intermediate object f. The algorithm could enable further reductions in sampling if the blurring model increases the gradient-magnitude sparsity compared to the conventional TV minimization term. In order to investigate the performance of the reconstruction with inconsistent data, Poisson noise was added to the data and the study was repeated. We refer to this as the "noisy" case.
Methods
Phantom
The intermediate piecewise constant object, ftrue, was defined on a 128 × 128 grid of 0.55-mm × 0.55-mm pixels, representing a 6-mm diameter disk embedded in a 38-mm diameter disk. The intensity of the small disk was 2000 arbitrary units and the intensity of the large disk was 200 arbitrary units. A Gaussian blurring kernel with standard deviation, rtrue = 0.75 pixels was applied to this intermediate object, ftrue, to generate the ground-truth object, utrue, which was used as the phantom. The intermediate piecewise constant object, ftrue, and the
Figure 1.
Intermediate piecewise constant object, ftrue, (left) and the ground-truth object, utrue, obtained by blurring ftrue with rtrue = 0.75 pixels (right). utrue was the phantom used in the inverse crime simulations.
Simulation
Projection data of the pixelized ground-truth object was generated from the system matrix. The system matrix was estimated using Siddon's raytracing algorithm for a single-pinhole SPECT system with 128 discrete 1 mm detector bins, 3 mm pinhole diameter, 1.0 mm FWHM intrinsic detector resolution, 35 mm pinhole-to-object distance and 63.5 mm pinhole-to-detector distance (Siddon 1985) . Projection data were generated and reconstructed using 128 views, 60 views, 21 views, 15 views and 9 views, uniformly distributed around 360 degrees. This system matrix was used to simulate data for the inverse crime case. This system matrix was also used in all reconstructions in this work.
A parametric sweep was performed to investigate the effects of the two parameters on the reconstructions: the TV weighting parameter, γ, and the standard deviation of the Gaussian blurring kernel, r. Reconstructions were performed with γ varying from 0.0001 to 1.0 and r varying from 0 to 2.0 pixels. For this case, rtrue is known to be equal to 0.75. In practice, the amount of smoothness within the underlying object is unknown and may vary across the FOV. In this study, images are reconstructed using a range of r values to quantify and permission has been granted for this version to appear in e-Publications@Marquette. Institute of Physics does not grant permission for this article to be further copied/distributed or hosted elsewhere without the express permission from Institute of Physics.
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the performance of the reconstruction technique for the expected case where the assumed r differs from rtrue.
To reduce the necessary sampling for accurate image reconstruction, a sparse representation of an image must exist. Our proposed reconstruction approach assumes that the gradientmagnitude of the intermediate image f has very few meaningful coefficients. However, using an incorrect blurring model in the reconstruction may negatively affect the sparsity of the intermediate object, f, limiting the benefits of the algorithm. To investigate the effect of the assumed blurring model on the sparsity of the reconstructed intermediate object, f, images were reconstructed from 9 and 128 views using a range of r values and sparsity evaluated as the number of pixels in the gradient-magnitude image of f with values greater than10% of the maximum gradient magnitude of image f.
To investigate the performance of the reconstruction technique in the presence of noise, simulations varying the number of views and parameter values were repeated with Poisson noise added to the projections generated from the system model. All simulations modeled approximately 1052000 counts, thus the peak number of counts in the 128 view projections was 298 while the peak number of counts in the 9 view projections was 3758. The noisy projection data were also reconstructed with MLEM in order to provide a reference reconstruction for comparison. As will be described in the next section, the correlation coefficient (CC) of the reconstructed image with the true object was used as a metric of accuracy throughout this work. In order to select a comparable stopping iteration for MLEM reconstruction, the CC was calculated at each MLEM iteration and the final image selected as that with the highest CC value.
Metrics
Evaluating the accuracy of the reconstructed object requires a measure of similarity or error between the reconstructed object and the true object. In SPECT imaging, including the Geant4 Application for Tomographic Emission (GATE) simulations proposed in section 4, the reconstructed activity is a scaled version of the true activity, with the scaling factor dependent on the geometric efficiency of the system (Jan et al 2004) . Our reconstruction methods correct for the spatially and permission has been granted for this version to appear in e-Publications@Marquette. Institute of Physics does not grant permission for this article to be further copied/distributed or hosted elsewhere without the express permission from Institute of Physics.
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varying sensitivity of the SPECT system, as will be described in section 4.1.2. However, a global scaling correction factor is not applied because absolute quantification in SPECT is challenging and may confound the characterization of the algorithm. Therefore, our accuracy metric must provide a meaningful measure of similarity in cases where the scaling factor between the reconstructed and true object is unknown. In this work, reconstruction accuracy was quantified using the correlation coefficient (CC) of the reconstructed image estimate with the true object. CC is defined as (4) where utrue is the true object, M is the number of voxels and u(k) is the reconstructed object value at voxel k. This metric is commonly used in image registration and is the optimum similarity measure for images that vary by a linear factor (Hill et al 2001) . This metric allows the quantification of the accuracy of the spatial distribution of the object, without requiring absolute quantitative accuracy. CC is equal to one when the reconstructed object matches the true object. We also quantified the change in CC over the range of studied parameters (r and γ), in order to quantify the sensitivity of the algorithm to parameter selections and to understand the performance of the algorithm when the assumed blurring parameter does not match the true object blur. Spatial resolution in the reconstructed images was quantified as the full-width at 10% of maximum (FW10M) of the central profile through the smaller disk. This measure was used instead of the more common full-width at half maximum (FWHM) because analysis of preliminary reconstructed images indicated that the FWHM was often accurate, even though the extent of the reconstructed object was greater than the true object. The FW10M more accurately quantified this blurring effect. The true object had a FW10M of 12 pixels. and permission has been granted for this version to appear in e-Publications@Marquette. Institute of Physics does not grant permission for this article to be further copied/distributed or hosted elsewhere without the express permission from Institute of Physics.
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Results
Without Poisson noise
We present results of the noiseless case in which the true object was constructed from the blurred piecewise constant object model and the projections were determined by multiplying the voxelized phantom (ground-truth object) by the system matrix. The purpose of this study was to confirm that the reconstruction algorithm closely approximated the true object in the noiseless inverse crime case and to examine the effects of the design parameters r and γ as the number of views decreased. Both design parameters were varied and the number of angular samples reduced from 128 views to 9 views.
Figure 2 displays images reconstructed from nine views over the range of studied algorithm parameters. As seen in figure 2, blurring increased with increasing r and/or γ. Artifacts were present in reconstructions with r > 1 and γ = 0.0001. Similar images resulted from 128 views (not shown), except that images reconstructed from 128 views exhibited fewer artifacts at r > 1 and γ = 0.0001. and permission has been granted for this version to appear in e-Publications@Marquette. Institute of Physics does not grant permission for this article to be further copied/distributed or hosted elsewhere without the express permission from Institute of Physics.
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Figure 2.
Images reconstructed from 9 views of noiseless inverse crime data using the proposed algorithm with varying values of r and γ.
Figure 3 presents plots of CC over the range of studied γ and r values for images reconstructed from 128 views and nine views. For both the 128-view and nine view studies, reconstruction accuracy (CC) was high (CC > 0.980) for reconstruction using γ < 1.0, with CC varying by less than 2% for all r investigated. Using γ = 0.0001 or γ = 0.01 and r = rtrue = 0.75, the object was recovered nearly exactly with CC exceeding 0.999 in each case for the 128 view and nine view studies. Overall, in both the 128 and 9-view case, CC values demonstrated a larger range over the set of γ values compared to r values, suggesting that the reconstruction technique is more sensitive to the selection of γ than r. The FW10M value of the true object was 12 pixels, which was correctly depicted by reconstructions using r < 1.0 and γ < 0.1.
Figure 3.
Plots depicting the CC over the range of studied r and γ parameters of images reconstructed from noiseless inverse crime data from 128 views (a) and 9 views (b).
Evaluating gradient magnitude sparsity of the intermediate image
This section evaluates the sparsity of the intermediate image f reconstructed from many-view and few-view data. Figure 4 shows images of the intermediate image, f, reconstructed from both 128 views and 9 views using different r and γ = 0.0001. Each image is captioned by its sparsity value (number of meaningful coefficients).
Figure 4.
Intermediate images f and the number of meaningful sparsity coefficients reconstructed from128 and 9 noiseless inverse crime data using γ = 0.0001.
In both the many-view and few-view case, the image reconstructed with the true blurring model (r = 0.75) was the most sparse and as the r assumed by the algorithm diverged from rtrue the images became less sparse. This indicates that using the correct blurring model may allow the greatest sampling reductions. Additionally, underestimating r leads to a gradual increase in the number of meaningful coefficients. In the few-view case, overestimating r leads to a rapid increase in the number of meaningful coefficients, reflected by the fact that new structure enters the image. These artifacts survive the blurring with G, leading to artifacts in the presented image u.
With Poisson noise added
We next considered data generated by the system matrix with the addition of Poisson noise. The purpose of this study was to examine the effects of noise on the reconstructions, using data from an otherwise inverse crime case, in which the object model and system model are known exactly. Figure 5 shows images reconstructed from nine views over the range of r and γ parameters. The images reconstructed from 128 views (not shown) demonstrated similar trends, with the exception that the noise structure at γ = 0.0001 demonstrated more noise and higher frequency noise content at 128 views. One possible explanation for the higher noise at 128 views is that nine-views was sufficient for reconstructing this simple object, while the nine-vew case contained less noise in each projection compared to the 128 view case. Section 4.2.2 presents results from a different phantom where the number of counts per view was held constant as the view sampling decreased . Figure 5 shows that the manifestation of noise in the reconstructed images is affected by both γ and r. Images reconstructed with low γ values (γ = 0.0001) demonstrated streaking artifacts at lower r values. As in the noiseless case, contrast and spatial resolution decreased with increasing γ. and permission has been granted for this version to appear in e-Publications@Marquette. Institute of Physics does not grant permission for this article to be further copied/distributed or hosted elsewhere without the express permission from Institute of Physics.
Figure 5.
Images reconstructed from 9 views of noisy data using the proposed algorithm with varying values of r and γ. For these images, the projection data were generated by the system matrix. Figure 6 plots the CC metric over the range of studied parameters for noisy images reconstructed from 128 and nine views. As in the noiseless case, the CC varied by less than 1.5% across the studied r values for γ > 0.0001 and 128 views. Unlike the noiseless case, when γ = 0.0001, the CC increased from 0.867 to 0.988 as r increased from 0.0 to 2.0, as the increased blurring provided additional regularity and noise reduction. Noise is also reduced as γ is increased, due to the increased weighting of the TV term. The highest CC value of 0.999 for the 128-view case and 0.997 for the nine-view case occurred when r = 0.75, the true value of r, and γ = 0.01. Overall, as in the noiseless case, CC demonstrated greater variation with γ compared to r, and both the 9-and 128-view reconstructions suggest that γ = 0.01 provides the highest CC. and permission has been granted for this version to appear in e-Publications@Marquette. Institute of Physics does not grant permission for this article to be further copied/distributed or hosted elsewhere without the express permission from Institute of Physics.
Figure 6.
Plots depicting the CC over the range of studied r and γ parameters of images reconstructed from noisy data from 128 views (a) and 9 views (b). For these images, the projection data were generated by the system matrix.
Figure 7 compares images reconstructed with the proposed reconstruction technique and MLEM from noisy data acquired with a varying number of angular views. The displayed images in figure 7 were reconstructed with γ = 0.01 and r = 0.75. The true and in practice unknown value for r was used so the best case can be examined. Table 1 lists the CC and FW10M values for each reconstruction technique and number of views. Images reconstructed using the proposed algorithm had CC values that were 2-4% higher for each case compared to MLEM. However, these reconstructions used knowledge of the true blurring parameter. Sections 4 and 5 investigate reconstructions where the blurring parameter is undetermined. Streak artifacts were present in the MLEM reconstructions, and were primarily absent in images reconstructed with the proposed algorithm. Both algorithms provide similar FW10M values compared to the true value of 12.
Figure 7.
Images reconstructed from noisy projections using the proposed algorithm and MLEM for varying sampling cases. For these images, the projection data were generated by the system matrix.
Table 1.
Comparison of image quality metrics from images reconstructed from noisy projections generated by the system matrix.
Monte Carlo simulation study with contrast element phantom
The purpose of this study was to characterize the performance of the reconstruction technique for the more realistic case where the object does not necessarily match the model assumed in reconstruction, and the modeled system matrix is an approximation to the system that generated the data. In addition, these simulations include realistic effects such as scatter and spatially-varying pinhole sensitivity and blurring.
Methods
Phantom
The object was defined on a 512 × 512 pixel grid of 0.25 × 0.25 mm pixels. The object consisted of a 28 mm-radius disk of background activity containing five contrast elements of varying size, shape, and intensity, as detailed in Table 2 and displayed in figure 8. Two, twodimensional Gaussian distributions with peak intensities 638 Bq and 319 Bq and standard deviations 4 mm and 8 mm truncated to have radius 4.4 mm were embedded in the larger disk. Also included in the phantom was a disk representing a cold region with radius 4.4 mm and one disk with radius 2.2 mm having constant intensity, as detailed in Table 2 . The activity levels were selected to approximately match the range of activity measured in a previous experimental rat lung study (Ma et al 2013) . None of the elements in the phantom were generated by the smoothed piecewise constant model assumed by the NOT THE PUBLISHED VERSION; this is the author's final, peer-reviewed manuscript. The published version may be accessed by following the link in the citation at the bottom of the page. Medicine and Biology, Vol. 58, No. 16 (August 2013) : pg. 5629-5652. DOI. This article is © Institute of Physics and permission has been granted for this version to appear in e-Publications@Marquette. Institute of Physics does not grant permission for this article to be further copied/distributed or hosted elsewhere without the express permission from Institute of Physics.
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reconstruction algorithm, thus representing a challenging reconstruction task.
Figure 8.
Voxelized phantom used in the GATE studies. The phantom contains contrast elements of varying shape and size as described in Table 2 . Table 2. GATE Phantom Specifications. and permission has been granted for this version to appear in e-Publications@Marquette. Institute of Physics does not grant permission for this article to be further copied/distributed or hosted elsewhere without the express permission from Institute of Physics.
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Simulations
Projections of the pixelized object were generated using GATE Monte Carlo simulation to model the stochastic emission of photons from a voxelized phantom and their stochastic transmission through the collimator and camera. A three-camera system was simulated. Each collimator was simulated as a 20 mm thick tungsten plate having a 3 mm diameter pinhole with 1.5 mm channel length. A 128 mm x 1 mm NaI crystal was simulated and detected photons binned into 1 mm x 1 mm pixels. Compton scatter, Rayleigh scatter and photoelectric absorption were included as possible interactions for 140 keV photons. Photons detected outside the 129.5 -150.5 keV range were rejected as scatter. To reduce computational load and to enable investigation of multiple parameter settings, only 2D simulations were performed for this preliminary study of algorithm feasibility. Thus, the object was modeled in GATE as one slice of a voxelized phantom, and the detector was modeled as a single row. Electronic noise was not modeled. The system is described in figure 9 and table 3. and permission has been granted for this version to appear in e-Publications@Marquette. Institute of Physics does not grant permission for this article to be further copied/distributed or hosted elsewhere without the express permission from Institute of Physics.
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Figure 9.
Diagram of Simulated SPECT system. The contrast-element phantom used in this study fills the FOV seen by all three pinholes.
Table 3.
Specifications of the simulated SPECT system.
The sensitivity of pinhole collimators depends on the angle of the ray incident on the pinhole. In order to correct for the spatially-and permission has been granted for this version to appear in e-Publications@Marquette. Institute of Physics does not grant permission for this article to be further copied/distributed or hosted elsewhere without the express permission from Institute of Physics.
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varying pinhole sensitivity during reconstruction, a sensitivity map was generated by simulating a flood source on the collimator surface (Vanhove et al 2008) . The resulting projection represents the spatiallyvarying sensitivity of the pinhole and was incorporated into the reconstruction algorithm. The sensitivity map was multiplied during each forward projection prior to the summing of data from each ray. Data were multiplied by the sensitivity map prior to backprojection. The system matrix used in reconstruction was calculated as described in Section 3.
Two distinct cases were simulated. In the first case, the total simulated scan time was held constant as the number of views decreased in order to examine the effects of angular undersampling independent of changes in noise. Scans comprising 60, 21, 15, and 9 views distributed over 360 degrees acquired during a 200 second scan were simulated. These data had approximately the same number of total counts in each simulation (~65000 counts). The noise level in SPECT imaging is dependent on the number of detected counts, so the reconstructed images should have similar noise statistics regardless of the number of view angles. The second simulated case held the acquisition time of each view constant across all angular sampling cases. By doing so, the scans that used fewer views had improved temporal sampling, but fewer counts. As the number of views decreased, so did the absolute intensities of the reconstructed images. Images were acquired over 10 seconds for each position of the threecamera gantry, thereby varying the total scan time from 200 seconds for 60 views to 30 seconds for 9 views. In this case, the simulated scan with the fewest views (9) had the fewest counts (~10000 counts) and, consequently, the highest noise level. This represents a more realistic approach for providing dynamic scans with high temporal sampling.
The simulated phantom cannot be described using a constant r across the spatial domain. Each disk has a definite edge and distinct profile. To investigate the effects of varying r in the case where its optimal value is unknown, data were reconstructed using the TV case (r = 0.0) and varying r from 0.25 to 2.0 pixels. The TV weighting parameter was varied from 0.0001 to 1.0. Images were reconstructed onto pixels of size 0.5 × 0.5 mm. The resulting images were evaluated on the basis of reconstruction accuracy with the CC metric as described in section 3.1.3. The phantom was resampled to a grid of reconstruction pixels (0.5 mm × 0.5 mm) and used as the "true" image in the CC calculation Spatial resolution was quantified by considering FW10M of a profile through the center of disk E, as the piecewise constant shape provided a step edge at which to evaluate spatial resolution. In each case, MLEM reconstructions are also presented as a reference, with the MLEM stopping iteration selected as the iteration with the highest CC value.
Results
In this section we present the results of the Monte Carlo simulations performed over a range of angular sampling schemes for two different cases: constant total scan time and constant scan time per view.
Constant total scan time
Data reconstructed using the proposed algorithm from 60 views and a range of r and γ values are presented in figure 10 with plots of CC in figure 11 . and permission has been granted for this version to appear in e-Publications@Marquette. Institute of Physics does not grant permission for this article to be further copied/distributed or hosted elsewhere without the express permission from Institute of Physics.
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Figure 10.
Images reconstructed from 60 views of GATE data simulated for 200 seconds using the proposed algorithm with varying values of r and γ.
Figure 11.
Plots depicting the CC over the range of studied r and γ parameters of images reconstructed from GATE data simulated for 200 seconds, using 60 views (a) and 9 views (b).
When the TV weighting parameter was small (γ = 0.0001), the resulting image contained high frequency noise; when the TV weighting parameter was large (γ = 1.0), the object was blurred and and permission has been granted for this version to appear in e-Publications@Marquette. Institute of Physics does not grant permission for this article to be further copied/distributed or hosted elsewhere without the express permission from Institute of Physics.
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contrast reduced. The remainder of the results will focus on γ = 0.1 and γ = 0.01. When γ = 0.1, the reconstructed objects did not depict the true contrast of the phantom for any values of r. Using γ = 0.01, the contrast is more accurately depicted but the CC of the reconstructed images is more sensitive to the selection of r. The MLEM reconstructions also did not depict the true values of constrast, suggesting that this error may be caused by system blurring rather than the reconstruction algorithm. Using γ = 0.01, the r value that yielded the optimal image (highest CC) was 1.5, compared to an optimal r value of 0.75 when γ = 0.1. Figure 12 displays the images reconstructed from 9 views, which demonstrated behavior similar to images reconstructed using 60 views. Images reconstructed using γ = 0.01 contained more noise than images reconstructed using γ = 0.1.
Figure 12.
Images reconstructed from 9 views of GATE data simulated for 200 seconds using the proposed algorithm with varying values of r and γ. Figure 13 compares images reconstructed from a varying number of views using the proposed algorithm with parameter pairs that provided the highest CC (γ = 0.01, r = 1.5 and γ = 0.1, r = 0.75) and MLEM. For images reconstructed using the proposed reconstruction technique with γ = 0.01 and r = 1.50, the CC of the images varied by less than 1% from 0.946 to 0.942 as the number of views decreases from 60 to 9. The CC varied similarly for images reconstructed using γ = 0.1 and r = 0.75. For comparison, the CC of images reconstructed by MLEM decreased 6.5% from 0.913 to 0.854 as the number of views decrease from 60 to 9. For this object, the proposed reconstruction algorithm using both γ = 0.01 and γ = 0.1 provided higher CC compared to MLEM for all angular cases, while providing similar FW10M values. Noise is manifest as low-frequency patchy artifacts in the background of images reconstructed using the proposed method. Streak artifacts, present in the MLEM reconstructions are reduced using the proposed reconstruction algorithm.
Figure 13.
Reconstructions of GATE data simulated for 200s over different numbers of angles using the proposed algorithm and MLEM.
Constant scan time per view
This set of simulations modeled a constant scan time per view (i.e., decreasing total scan time with decreasing number of views), and permission has been granted for this version to appear in e-Publications@Marquette. Institute of Physics does not grant permission for this article to be further copied/distributed or hosted elsewhere without the express permission from Institute of Physics.
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representing the case where temporal sampling improves as the number of views decreases. Figure 14 presents images reconstructed from 9 views with 10 seconds per view (compared to 66.67 seconds per view in figures 11b, ,1212 and and13),13), while figure 15 plots the CC across the range of r and gamma.
Figure 14.
Images reconstructed from 9 views of GATE data simulated for 30 seconds using the proposed algorithm with varying values of r and γ. and permission has been granted for this version to appear in e-Publications@Marquette. Institute of Physics does not grant permission for this article to be further copied/distributed or hosted elsewhere without the express permission from Institute of Physics.
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Figure 15.
Plot depicting the CC over the range of studied r and γ parameters of images reconstructed from GATE data simulated for 9 views over 30 seconds.
When comparing the CC values plotted in figure 15 with the CC values in figure 11b , it is apparent that images reconstructed from nine views and 10 seconds per view using γ = 0.01 had lower reconstruction accuracy (CC < 0.9) compared to the images reconstructed from a nine views and 66.67 seconds per view. This result of lower CC in the case of constant scan time per view is also evident when comparing the CC values listed in table 4 with the values in table 5. Using γ = 0.1, a maximum CC value of 0.921 occurred when r = 0.75. Unlike the 66.67 seconds per view scans, the 10 seconds per view scans showed a larger variation in CC (~40%) across the range of r values when γ was not equal to 0.1.
Table 4.
Comparison of image quality metrics for images reconstructed from GATE data with the total scan time held constant as the number views decreased. Table 5 .
Comparison of image quality metrics for images reconstructed from GATE data with varying number of views and constant scan time per view.
Figure 16 compares images reconstructed with the proposed algorithm at the parameter values that yielded the highest CC (γ = 0.01, r = 1.5 and γ = 0.01, r = 0.75) and MLEM for a varying number of angular views (9 to 60) and a constant 10 second acquisition time for each angular position of the three-camera system. Thus the total scan time was 200, 70, 50, and 30 seconds for 60, 21, 15, and 9 views, respectively. Associated image quality metrics are presented in Table 5 . As scan time and angular sampling decreased, images reconstructed using the proposed algorithm with γ = 0.01 and r = 1.50 showed decreased accuracy compared to scans with less noise and the same angular sampling presented in the previous section (Table 5 compared to Table 4 ). When reconstructing from 21 views, 15 views and 9 views, higher CC was achieved using γ = 0.1 and r = 0.75, compared to using γ = 0.01 and r = 1.50. In both cases, the proposed reconstruction algorithm provided higher CC than MLEM.
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Figure 16.
Images reconstructed using the proposed algorithm and MLEM from GATE data simulated with the same time per view for different numbers of views.
Monte Carlo simulation study with cardiac phantom
This study examined the reconstruction of a phantom with more realistic physiological structure. Projection data were generated using Monte Carlo simulations as described in section 4.
Methods
Phantom
The phantom in this study was adapted from a 4D XCAT phantom (Segars et al 2010) . A single slice of the phantom was simulated and assumed to be static. The field of view included the myocardium with a septal defect. The phantom was defined on a 128 × 128 pixel grid as shown in figure 17 , and loaded into GATE as one slice of a voxelized phantom. The voxel dimensions of the simulated phantom were set to 0.2 mm so that the phantom was contained within the field of view of the three-camera SPECT system described in figure 9 and table 3. The reconstructed pixel size was 0.5 mm × 0.5 mm.
Figure 17.
Voxelized phantom adapted from XCAT phantom used in this study.
Simulation
Projections of the voxelized cardiac phantom were generated with Monte Carlo simulations modeling the three-camera system described in section 4.1.2. Acquisitions were simulated with 60 views, 15 views and 9 views modeling approximately 50,000 total detected counts over a total 200 second acquisition time. This total number of detected counts was selected to be similar to the phantom in Section 4, whose peak activity levels were selected to be within the ranges of those measured in a previous rat lung study (Ma et al 2013) .
Reconstructions were performed with γ = 0.01, r = 1.5 and γ = 0.1, r = 0.75, as these parameters were found to provide the highest CC in the study described in Section 4. Reconstructed image quality was evaluated using the CC metric described previously and compared to MLEM reconstructions. The phantom was resampled to a grid of reconstruction pixels (0.5 mm × 0.5 mm) and used as the "true" image in the CC calculation.
Results
Reconstructed images are shown in figure 18 with table 6 listing the value of the CC metric for each image. Images reconstructed using γ = 0.01, r = 1.5 resulted in the highest CC values , with a 2.7% decrease in CC as the number of views decreases from 60 views to nine views. This set of reconstruction parameters resulted in some patchy artifacts in the ventricular region, which were reduced using γ = 0.1, r = 0.75. As γ is increased from 0.01 to 0.1, the reconstructed images are subject to greater regularization (because of the selection of γ), resulting in a 1% decrease in CC as the number views decreased from 60 to nine, but lower overall CC. The proposed reconstruction algorithm provided images with higher CC compared to MLEM. The CC values for all three reconstruction methods were lower than those measured in images of the contrast element phantom (section 4), including images reconstructed from 60 views, likely due to limitations in the spatial resolution of the system for depicting the fine phantom structures.
Figure 18.
Images reconstructed from 60 views, 15 views and 9 views using the proposed algorithm and MLEM. Data were generated from GATE simulation of a cardiac phantom. MLEM reconstructions are presented as a reference. As in previous sections, the MLEM stopping iteration was selected as that with the highest CC value.
Table 6.
Comparison of CC metric for reconstructions using different reconstruction protocols.
Discussion
The studies in which data were generated using the system matrix and blurring model indicated that accurate reconstruction may be possible when the incorrect blurring model is used, as there was only a 2.5% decrease in the CC metric over all r studied when γ = 0.1 and γ = 0.01. However, in the few-view case, using an r larger than rtrue caused the number of meaningful coefficients in the intermediate image f to increase rapidly compared to using lower values of r. This indicates a less sparse image, limiting the effectiveness of exploiting gradient-magnitude sparsity to reduce the number of views needed for reconstruction. When an approximately accurate blurring model is used, the intermediate image f is the most sparse in the gradientmagnitude sense. This may allow a greater reduction in the sampling necessary for reconstruction.
The results demonstrate that blurring and noise regularization increased with increasing values of r, the standard deviation of the Gaussian blurring kernel, and γ, the TV weighting parameter. For example, in the high-view case with noiseless data generated from the system model (Section 3), reconstructions using the lowest γ value studied (γ = 0.0001) yielded the most accurate images for a given value of r. When the data were made inconsistent by the addition of Poisson noise, the optimal studied γ value increased to γ = 0.01.
In the GATE simulation studies of the contrast element phantom (Section 4)and cardiac phantom (Section 5), γ = 0.01, r = 1.5 and γ = 0.1, r = 0.75 yielded higher CC compared to MLEM reconstructions, even though the object was not exactly represented by the blurring model assumed by the reconstruction algorithm. Parameters γ = 0.01, r = 1.5 resulted in the highest CC when the view sampling was decreased with total number of counts held constant. When the number of counts decreased with the view sampling, parameters γ = 0.1, r = 0.75 resulted in the highest CC at low views. The two studied parameter settings resulted in similar CC but different qualitative attributes (figures 14, ,16,16, and and18).18). Overall, reconstructions from data generated using GATE simulations suggest that when the true blurring model is unknown and noise is present, lower values of γ (γ = 0.01 in this particular study) benefit from larger r values, while γ = 0.1 benefits from lower r values, with a smaller dependence on r.
Since the inverse crime study demonstrated that smaller r values result in a more sparse intermediate image, the combination of γ = 0.1 and r = 0.75 may be advantageous for reconstruction from fewviews. The preferred parameter combination requires further study with human or model observers to quantify the effects of the patchy artifacts.
The results also suggest that, when an appropriate value of the TV penalty term is included in the proposed reconstruction algorithm (γ = 0.01 or 0.1 for the cases studied), streaking artifacts are reduced and permission has been granted for this version to appear in e-Publications@Marquette. Institute of Physics does not grant permission for this article to be further copied/distributed or hosted elsewhere without the express permission from Institute of Physics.
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compared to MLEM reconstructions. Images reconstructed with the proposed algorithm contain low frequency variations (patchy artifacts) in high-noise simulation cases (figures 14 and and16).16). Low frequency, patchy artifacts have been noted in CT TV reconstructions from noisy data, and future work is required to quantify the impact of these artifacts on the ability of observers to identify objects of diagnostic interest (Tang et al 2009) .
The presented work suggests potential benefits of the proposed reconstruction algorithm compared to MLEM, however, additional work is required for a systematic comparison, including experimental investigation. The algorithm is expected to have the most benefit for objects whose distribution is similar to the phenomenological blurred piecewise constant model (i.e., distributions for which the activity may have constant regions, but varies smoothly between regions). Thus, the algorithm may be most beneficial for perfusion studies, as is supported by the results of the cardiac phantom. However, the cardiac phantom is only an approximation of the expected object, thus in-vivo studies are required for further evaluation. The simulation results suggest that the algorithm may be beneficial even when the object does not match the phenomenological model. In vivo experimental studies are required to quantify the algorithm performance for different applications.
One limitation of the presented work is that the simulations modeled 2D objects and acquisition, whereas SPECT data are acquired in three dimensions. The aim of this work is to solve the blurred TV model to high accuracy and to understand the contribution from optimization problem error. Future work will explore approximate model solution which will presumably be more computationally efficient and generalizable to three dimensions. We hypothesize that the principles and model presented in this work can be generalized to a 3D case with the expansion of the system matrix and applying the blurring-masking function in three dimensions. Additional studies are necessary to investigate this hypothesis. Reconstruction from multipinhole systems could be accomplished by modifying the system matrix to include contributions from all pinholes. This study focused on small-animal pinhole SPECT systems, as stationary systems have been proposed with few view acquisition for dynamic imaging (Beekman et al 2005 , Furenlid et al 2004 , Beekman and Vastenhouw 2004 . The proposed algorithm can be used with arbitrary system geometries e.g. parallel hole collimators, focusing collimators, provided that the system matrix appropriately models the system and its transpose can be found. Modifications to the system matrix (3D, multiple pinhole, and different collimators) represent changes in ray sampling. We hypothesize that the results presented here can be reasonably extrapolated to different scanning geometries with similar information content, as iterative reconstruction methods are typically less sensitive to sampling than filtered backprojection approaches. Future work will investigate the performance of this algorithm for dynamic imaging from few-views.
Conclusions
This study proposed and characterized a sparsity-exploiting reconstruction algorithm for SPECT that is intended for few-view imaging and that phenomenologically models the object as piecewise constant subject to a blurring operation. While the reconstruction technique assumes a specific blurring model, the results demonstrate that the knowledge of the true blurring parameter is not required for accurate reconstruction, as the reconstruction algorithm has limited sensitivity to r in the low noise cases and benefits from increasing r in the high noise case. However, the results suggest that accurately modeling the blurring parameter provides increased gradientmagnitude sparsity, which may enable further reductions in sampling. The reconstructed images demonstrate that the algorithm introduces low-frequency artifacts in the presence of noise, but eliminates streak artifacts due to angular undersampling. The effects of these artifacts on observers will be studied in future work. Overall, the results demonstrate preliminary feasibility of a sparsity-exploiting reconstruction algorithm which may be beneficial for few-view SPECT.
Listing 1: Pseudocode of the proposed algorithm
Repeat
Until stopping criterion
